Development of the audiometer and audiometry.
The authors consider the reasons why the induction coil audiometer was not widely adopted in clinical practise. The conclusion is that they offered little relevance to the management of hearing-impaired patients at that time, bearing in mind the state of therapeutics, surgery and contemporary aids to hearing.